The EMC algorithm offers accurate, high-resolution, and fast T 2 mapping capability, which overcomes the common penalties associated with MSE acquisitions. By modeling the exact pulse-sequence scheme, significantly improved fitting accuracy is achieved vs. exponential fitting, yielding simultaneous T 2 , B 1 + and PD maps in clinically feasible timescales and that are invariant to the sequence and scanner type. This was confirmed through MnCl 2 phantom T 2 mapping results (not shown) exhibiting consistency over different MRI scanners, pulse-sequence schemes, and imaging parameters. The EMC framework can be further extended to model other contrasts (e.g. T 1 , diffusion, T 2 * ), to derive multi-component T 2 distributions, and support arbitrary acquisition schemes. 
Discussion
The EMC algorithm offers accurate, high-resolution, and fast T 2 mapping capability, which overcomes the common penalties associated with MSE acquisitions. By modeling the exact pulse-sequence scheme, significantly improved fitting accuracy is achieved vs. exponential fitting, yielding simultaneous T 2 , B 1 + and PD maps in clinically feasible timescales and that are invariant to the sequence and scanner type. This was confirmed through MnCl 2 phantom T 2 mapping results (not shown) exhibiting consistency over different MRI scanners, pulse-sequence schemes, and imaging parameters. The EMC framework can be further extended to model other contrasts (e.g. T 1 , diffusion, T 2 * ), to derive multi-component T 2 distributions, and support arbitrary acquisition schemes.
Results
The figure , cardiac imaging
4
, and investigation of muscle physiology. Genuine T 2 quantification, however, remains challenging in clinical practice due to the very long scan times associated with full spin-echo (SE) acquisitions (10's of min), or, in the case of multi-SE (MSE) protocols, due to an inherent bias of the T 2 values resulting from contamination of the echo-train by stimulated and indirect echoes, non rectangular slice profiles, and inhomogeneous B 1 + field profiles. Several T 2 mapping approaches have been presented which take these effects into account and offer multi-contrast information
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. Notwithstanding promising preliminary results, in vivo mapping of T 2 values is still challenging in clinical settings. Recently, a new T 2 mapping technique -the Echo Modulation Curve (EMC) algorithm -has been introduced 12 , which relies on high-precision Bloch simulations to model the exact signal evolution in MSE pulse-sequence schemes, while reserving the potential for further acceleration via non-Cartesian undersampling strategies. In this work we: 1) investigate the potential of the EMC technique for multiparametric mapping, including proton density (PD), B 1 + and T 2 values, and 2) evaluate its accuracy and precision for varying levels of noise.
Methods
EMC algorithm: Bloch simulations of the prospective MSE protocol were performed using the exact RF pulse shapes and other experimental parameters. Simulations were repeated for a range of T 2 and B 
